NUCLEAR SCIENCE AND TECHNIQUES 25, 060602 (2014) 


The performance of Pt/air oxygen sensors in stagnant Pb-Bi eutectic at high temperatures* 
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Oxygen control technology is a critical issue for compatibility of candidate structural materials with liquid 
lead-bismuth eutectic (LBE) in accelerator driven systems. Performances of a self-developed Pt/air sensor and 
another one from Karlsruher Institute of Technology (KIT) were tested in stagnant oxygen-saturated liquid LBE. 
Calibrations showed that the trend and values of corrected electromotive force (EMF) of the self-developed 
sensor, with a bias voltage of 20 mV, were consistent with theoretical results above 425 °C, and similar results 
were obtained in cross-calibration test with EMF value of KIT sensor as reference. In stability test at 450 °C 
for 100 hours, the KIT sensor performed better than the self-developed one, which showed signal fluctuations. 
Both sensors exhibited quick response to temperature variations in the responsiveness test. 
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I. INTRODUCTION 


Driven by the need of candidate materials for spalla- 
tion neutron target and coolant in accelerator driven systems 
(ADS), lead-bismuth eutectic (LBE) has been studied wide- 
ly due to its good thermal-physical and chemical properties. 
However, liquid LBE is corrosive to structural material at 
high temperatures and may cause plugging due to the forma- 
tion of lead monoxide (PbO). For compatibility of the ma- 
terials with LBE, oxygen contents in LBE should be kept in 
certain margin to form protective oxide films on surface of the 
structural materials and to prevent the formation of PbO [1— 
7]. 

As accurate oxygen content measurement is a prerequi- 
site for oxygen control technology, oxygen sensor plays a 
critical role in an active oxygen control system (OCS). In 
the lead or LBE system, yttria-stabilized zirconia (YSZ) or 
magnesia-stabilized zirconia (MSZ) are employed as solid 
electrolyte for oxygen sensors [8], and YSZ is more widely 
used [1, 3, 9]. It is generally accepted that Russian scientists 
paved the way to the development of oxygen sensor and oxy- 
gen control technology [6, 8]. The oxygen sensors develope- 
d in Russia are accurate in measuring oxygen content, with 
long service lifetime [10]. Oxygen sensors have been studied 
widely. Konys et al. found that oxygen sensors with Pt/air 
reference electrode showed better reliability and longer life- 
time than those with Bi/Bi,O, reference electrode, from the 
tests carried out in the CORRIDA loop and other devices in 
Karlsruher Institute of Technology (KIT) [2, 11]. Courouau 
et al. developed the oxygen sensor with Bi/Bi,O, reference 
electrode [3, 12, 13]. Kurata et al. studied Pt/air and Bi/Bi,O, 
reference sensors and found electromotive force (EMF) val- 
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ues of both sensors could be corrected by subtracting certain 
bias voltage, though physics meaning of the bias voltage was 
not quite clear [8]. It is necessary to check the performance 
of a newly assembled oxygen sensor before its use in liquid 
LBE system, for its high accuracy, reproducibility, long-term 
stability and short response time [14]. 


Having been working on heavy liquid metal (HLM) tech- 
nologies for over ten years [15-21], the FDS team is now 
studying on key technologies of liquid LBE loops named 
KYLIN series, focusing on corrosion of the materials, 
thermal-hydraulics, oxygen measurement and control, and so 
on [22-24]. For oxygen measurement, two Pt/air sensors, the 
self-developed Sensor 1 and Sensor 2 from KIT, were test- 
ed in oxygen-saturated liquid LBE. The accuracy of Sensor 1 
was calculated and cross-calibrated with the EMF values of 
Sensor 2. The stability and responsiveness of both sensors 
were tested, too. 


Il. METHODS 
A. The oxygen sensor 


Electrochemical oxygen sensors are based on the EMF 
measurement method at null current for a galvanic cel- 
l built with a doped zirconia solid electrolyte, which conducts 
specifically oxygen ions [25]. A Pt/air reference oxygen sen- 
sor with YSZ as solid electrolyte is illustrated schematically 
in Fig. 1 [9, 24, 26]. The oxygen partial pressure in the ref- 
erence electrode (Do, ref) is higher than the partial pressure 


of dissolved oxygen in LBE (po,). The oxygen ions (07) 
move through the solid electrolyte toward the LBE side, and 
electrons are transferred back to the reference side through 
the connecting wires, hence the formation of EMF across the 
solid electrolyte, which can be measured by a high impedance 
electrometer [25, 27] with impedance > 1 GQ in general [1]. 
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Fig. 1. (Color online) Schematic illustration of Pt/air oxygen sensor. 


The cell can be expressed as the following form [27] 
(—)SS|Pb, PbO|YSZ|Pt, O4|SS(4-). (1) 
The left side is the oxidation process 
Pb+0O, — PbO + 2e7. (2) 
The right side is the reduction process 
O.(g)/2 + 2e" > O3. (3) 
The total reaction is 


Pb + 0,(g)/2 > PbO. (4) 


B. EMF of oxygen sensor 


According to the Nernst equation, the EMF value of oxy- 
gen sensor is expressed as [6]: 


= (RT /4F) In(po,,,ret/Po, ); (5) 


where E is in V and T is in K (being so throughout the text), 
R = 8.314 51 J/(mol K) is the perfect gas constant, and F = 
96 485.31 C/mol is the Faraday constant. The po, ref is given 
at a certain temperature, and the po, can be calculated by 
Eq. (5). It is valid by assuming that the solid electrolyte is 
of pure ionic conduction, and that all transfers at interfaces 
developed in the electrochemical cell are reversible [6, 9]. 
Inserting the values of R and F into Eq. (5) yields, one has: 


E = 2.1543 x 10 ?T'In(po, «r/po, )- (6) 


For Pt/air sensors, the reference oxygen partial pressure is de- 
termined by the volume concentration of oxygen in air (with 
20.946 vol% in general), then 


Po, ret/ p? = 0.20946, (7) 


where p® is the standard atmospheric pressure. Inserting E- 
q. (7) into Eq. (6), one has 


E = [-3.3677 — 2.1543 In(po,/p®)| x 10-9T. (8) 
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The oxygen partial pressure above the saturated LBE, 
Po,,s, and the oxygen partial pressure above the unsaturated 
solutions, Do, can be calculated by Eqs. (9) and (10) [28]: 


D0,s/D9 = exp[25.624 — (52341/T)], (9) 


Po, /p® = C3 exp[13.558 — (32005/T), ^ (10) 


where Co is the oxygen concentration in wt%. Inserting E- 
qs. (9) and (10) into Eq. (8), respectively, one has [28] 


En = 1.1276 — 5.8568 x 10~4T, (11) 


log Co = —3.2837 — (6949.8-10080E)/T, (2) 


where Fp is the theoretical EMF for oxygen saturated LBE. 


C. Experimental apparatus and procedures 


Figure 2 shows the schematics and photo of the experimen- 
tal apparatus. It consists mainly of a gas control system, an 
experimental tank with three positions for installing oxygen 
sensors, and a data acquisition (DAQ) system. 
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Fig. 2. (Color online) The experimental apparatus. 
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Oxygen sensors were mounted onto the tank (Fig. 2(b)), air 
tightness of the tank was checked, and the LBE was melted. 
Then, the oxygen sensors were inserted about 30 mm into the 
liquid LBE by depressing the bellows. EMF values of the 
oxygen sensors and temperature of LBE were recorded by 
the DAQ system with LabVIEW. 

The Ar+2%O, gas mixture in a flow rate of 10 mL/min 
in was introduced continually into the tank as cover gas, and 
the oxygen partial pressure of this mixed gas was higher than 
the oxygen pressure for PbO formation in liquid LBE [29], 
therefore the liquid LBE was saturated with oxygen. 


Ill. RESULTS AND DISCUSSION 
A. Calibration 


An oxygen sensor should be calibrated so as to check if its 
EMF output is accurate [9]. The calibration was carried out 
in oxygen-saturated LBE at 370—540 °C [25]. As shown in 
Fig. 3, the measured EMF data of Sensor 1 (£s1) were low- 
er than the theoretical prediction (Fh, oxygen-saturated) [28], but 
it can be seen that above 425°C the Es; variation trend is 
consistent with the En, indicating that Sensor 1 did not work 
reliably below 425°C. Similar results were reported [6, 8]. 
This was caused by insufficient diffusion rate of oxygen ions 
in solid electrolyte at low temperatures [30], which increases 
irreversibility of the cell, and thus Eq. (5) is no longer suitable 
to the cell [6]. For LBE in oxygen-saturated condition, a bias 
voltage can be considered [8]. The bias voltage was 20 mV 
at above 425?C and the Es; were measured again. Fig. 3 
shows, the corrected EMF data of Sensor 1 (Es1-correctea) agree 
well with the Ej, above 425°C. The deviation of Es; can be 
related to the electrolyte conduction properties, alteration of 
electrode/electrolyte interface, and resistant of the Pt/air elec- 
trode. Sensor 1 was cross-calibrated with Sensor 2, which 
has been calibrated at KIT and is a suitable reference. Fig. 3 
shows also the EMF data of Sensor 2 (Es2) and Esicorectea- 
They are consistent with each other above 425 °C, being sim- 
ilar to the results using £i as reference. 
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Fig. 3. (Color online) EMF of Sensor 1 as function of the tempera- 
ture, calibrated with theoretical EMF and EMF of Sensor 2. 
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Fig. 4. (Color online) The relative error of Es1-correctea With Ein and 
Eis», as function of temperature. 


The relative errors of Esi.coreciea are shown in Fig. 4. Ref- 
erenced by Ei, and Es», the maximum and minimum were 
—3.6% at 370 °C and 0.063% at 518 °C, and —5.0% at 370 °C 
and —0.27% at 518 °C, respectively. Therefore, the accuracy 
Of Esj-corrected 18 assessed within +5% of the relative error. 

Based on the results, Sensor 1 (with a bias voltage of 
20 mV) was suitable to measure dissolved oxygen concentra- 
tion (Co) in LBE above 425 ?C, and the corresponding oxy- 
gen concentrations calculated with Eq. (12) [29] confirmed 
the points hereinbefore (Fig. 5). The oxygen concentrations 
calculated with Es1-corrected (CO,S1-corrected) and Eso (Co,s2) 
as input variables are consistent with the theoretical saturated 
oxygen contents (CO oxygen-saturated) calculated with EMF from 
Eq. (11) as input variables. 
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Fig. 5. (Color online) Oxygen contents in oxygen-saturated LBE, as 
function of temperature, calculated using Es1-corrected, Æs2 and Fin. 


B. Stability test 


Checking the stability of an oxygen sensor under certain 
condition is essential to actual use [12, 31]. Stability test of 
Sensors 1 and 2 was carried out in stagnant oxygen-saturated 
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Fig. 6. (Color online) Stability test of Sensors 1 and 2 at 450 °C: 
EMF(a) and temperature (b) fluctuations in 100 h. 


LBE at 450?C for 100 h. As shown in Fig. 6, the Aver- 
aged EMF was (0.683 + 0.020) V and (0.706 + 0.002) V, for 
Sensors 1 and 2, respectively, while the calculated EMF was 
0.704 V at 450?C. The temperature fluctuation during the 
100 h was +2 °C (Fig. 6(b)). 

The results show that Sensor 2 performed nicely in the 
test, comparing the experimental and theoretical EMF val- 
ues [31]. For Sensor 1, large fluctuations were seen during 
the 100 hours; with a bias voltage of 20 mV, however, the 
mean EMF value (0.703 V) agrees well with the theoretical 
value of 0.704 V. 
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Fig. 7. (Color online) EMF response of Sensors 1 and 2 as function 
of temperature. 


C. Responsiveness test 


Response time to changes in operation conditions is impor- 
tant for oxygen sensors used in LBE [14, 25]. Fig. 7 shows the 
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response test results of Sensors 1 and 2 with three stages of 
heating (see the dashed line in the figure), both sensors exhib- 
ited fast response (Fig. 7(a)), as no significant delay with tem- 
perature variations initially from 386 °C, 409 °C and 426 °C, 
respectively. According to Eq. (11), for oxygen-saturated 
LBE, the EMF decreases with increasing temperatures, and 
EMF results of both sensors accorded with the trend. 

Figure 7(b) shows the temperature fluctuation with the 
peaks as the inertia of heating cell of the experimental tank, 
but stayed at about 409°C, 426°C, and 443 °C, respective- 
ly. From Fig. 7(a) only at the first peak of each heating stage 
the EMF values of both sensors declined clearly, and small 
disturbance of temperature in a relatively short time did not 
change the oxygen concentration of LBE timely. Comparing 
the time consumed for initial response of the sensors at the 
three heating stages, faster responses of the sensors can be 
seen at higher start temperatures. 


IV. CONCLUSION 


Two Pt/air reference electrode oxygen sensors (Sensor 1, 
self-developed; and Sensor 2, from KIT) were tested in stag- 
nant oxygen-saturated liquid LBE. Performances of the sen- 
sors are summarized as follows: 


(a) In the calibration test, the corrected EMF data of Sensor 1 
with 20 mV bias voltage showed consistent with theoreti- 
cal results and the EMF data of Sensor 2, at temperatures 
above 425 °C. The calculated oxygen contents confirmed 
the above points. 


(b) In stability test, Sensor 2 performed nicely, and the cor- 
rected EMF value of Sensor 1 was in accord with the the- 
oretical one at 450 ?C, though its signal fluctuations were 
a little large. 


(c) In the responsiveness test, both sensors exhibited quick 
response to temperature variations, and faster response of 
the sensors was observed at higher start temperatures. 


The results showed that Sensor 1 was suitable to measure 
dissolved oxygen concentration in LBE above 425°C. How 
to reduce the signal fluctuation in long-term service and s- 
tudy the response performance are important issues to be ad- 
dressed in the future work. The primary LBE charge/drain 
operation and circulation in KYLIN-II loop was succeed re- 
cently, and the test of self-developed Pt/air reference oxygen 
sensors in this loop is in progress. 
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